Tremor is an involuntary motion which is a common complication of Parkinson's disease and Multiple Sclerosis. A promising treatment is to artificially contract the muscle through application of induced electrical stimulation. However, existing controllers have either provided only modest levels of suppression or have been applied only in simulation. To enable more advanced, model-based control schemes, an accurate model of the relevant limb dynamics is required, together with identification procedures that are suitable for clinical application. This paper proposes such a solution, explicitly addressing limitations of existing methodologies. These include model structures that: (i) neglect critical features, and (ii) restrict the range of admissible control schemes, together with identification procedures that: (iii) employ stimulation inputs that are uncomfortable for patients, (iv) are overly complex and time-consuming for clinical use, and (v) cannot be automated. Experimental results confirm the efficacy of the proposed identification procedures, and show that high levels of accuracy can be achieved in a short identification time using test procedures that are suitable for future transference to the clinical domain.
over relevant muscles using low cost hardware which is neither bulky nor obstructive to movement [25] . In [33, 34] , FES was applied to suppress tremor at the wrist or elbow using filters implemented in a closed-2 loop feedback arrangement. This control structure was applied to three groups, comprising patients with (i) essential, (ii) Parkinsonian and (iii) cerebellar tremors associated with MS [34] . The results showed 4 respective tremor reduction of 73%, 62% and 38%, respectively. Proportional plus derivative (PD) control was used in combination with fuzzy logic controller to suppress tremor in [45] . Simulation results showed 6 that pathological tremor reduced by 85% but were not supported by experiments. An FES control strategy based on the modification of joint stiffness using a proportional plus integral (PI) action was 8 proposed in [2] , but with results showing only mild suppression of tremor. The aforementioned feedback approaches have well-known performance limitations, including a decrease in the robust stability margin as suppression increases over the required frequency range, together with an increase in undesirable low frequency distortion. These characteristics explain the limited ability of previous closed-loop FES 12 controllers to suppress higher frequencies [2] . The difficulty in designing a stable feedback system with sufficient suppression is highlighted in [33] , together with the tendency of the feedback system to produce 14 large high-frequency stimulation transients which cause significant discomfort to patients.
To solve inherent limitations of feedback control for tremor suppression, one approach is a full char- 16 acterization of both voluntary movement and tremor using electromyographic, electroencephalographic and kinematic signals [16] . However this necessitates employing a large amount of equipment which is a 18 barrier to transference from the laboratory to the patient's local clinic or home.
To address these limitations more advanced controllers are required which exploit the known form 20 of disturbance to embed feedforward predictive action. One example of this type is repetitive control (RC) that embeds a model of the disturbance within the control structure, with initial feasibility results
22
presented in [42] . However such forms necessitate an accurate model of the underlying dynamics. The next section therefore reviews models that have been employed in FES control of tremor suppression,
24
with focus on the wrist since this has received greatest research interest and is a critical component of upper limb tremor. 
Dynamical Modelling of Wrist Joint in Tremor Suppression
A variety of biomechanical models exist that connect applied FES to resulting movement, with appli-
28
cations in rehabilitation, neuroprostheses and assistive technology fields [2, 13, 30, 32, 47] . Within tremor suppression, the model must also include a characterisation of both the tremulous motion and voluntary 30 action in order to define the associated control problem [3, 17, 33, 45, 47] .
In [33] , a notch filter and a high-pass filter are employed in closed-loop FES controllers for the wrist 32 and elbow joints. To identify the system model, FES was applied to the muscles of 6 unimpaired subjects at frequencies ranging from 1 to 12 Hz to produce extension and flexion. The amplitude and phase of the 34 movement response were calculated for each subject. These were then averaged across subjects at each frequency and a linear transfer function was fitted to the resulting frequency response data. It is stated 36 that the model is able to adequately predict gain margins, resonant frequencies and tremor attenuation. Unfortunately, the averaging process means the model poorly fits the response of individual subjects, generated at a frequency below 1 Hz [27] . The tremor frequency must be identified, and together with the frequency of voluntary action, can then be included in the controller design.
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In the next section an approach is developed that combines a nonlinear model structure with an identification procedure that meets the demands of the clinical domain and is suitable for use with 22 neurologically impaired subjects. The key contributions are as follows:
• To embed accuracy, the model structure incorporates nonlinear recruitment characteristics, together 24 with a co-activation function created to minimize the effects of the dead-zone in the muscle torque.
• The structure can be linearised as a transparent manner to enable linear tremor suppression control 26 design.
• The identification procedure is suitable for both patients and clinicians. Firstly, it is not time-
28
consuming and can be carried out in less than 1 min. Secondly, it does not require user input and hence can be automated. Thirdly, it uses signals that are comfortable (have no sudden changes, 30 such as present in random signals) and have been employed in previous clinical trials. Finally, it is able to explicitly identify the tremulous action (unlike [34]).
32
• Experimental results confirm the accuracy of the model both in fitting and prediction.
Problem Set-up

34
The proposed model comprises horizontal plane-flexion and extension wrist dynamics in response to FES applied to the Flexor Carpi Radialis (FCR) and Extensor Carpi Radialis (ECR) muscles, as 36 well as an oscillatory movement due to tremor. Single joint motion can be accurately modelled through combination of rigid body dynamics (RBD) (characterising mass, inertia, damping and stiffness properties 38 of limb segments) and a Hill-type model representing the response of muscle to the applied stimulation. Note that it is possible to include the neuromuscular reflex in the form of an additional dynamic function 40 placed before the muscle model. However, it is neglected here since FES produces negligible effect on the reflex loop when applied transcutaneously, and hence on a macroscopic scale [39, 46] .
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In most applications, joint ranges and velocities are small so that the isometric behavior of muscle dominates [23] and additionally, muscle stretching and shortening have minor effect on the generated force 44 because of the low amplitude and frequency of tremulous motion, and thus FL and FV components of the Hill-type model can be neglected. The activation dynamics component is almost uniformly represented 46 by a Hammerstein structure. Recent works have shown that Hill-Huxley models [4, 5, 9 ] may be at least as accurate as a Hammerstein structure in representing the activation dynamics [15] . The drawback that their complexity undermines application to control has been countered by the proposal of a HammersteinWiener structure [1] , but as yet Hill-Huxley models have not been shown to extend to non-isometric 50 conditions, and have not been used in controller derivation. In this paper a Hammerstein structure is therefore employed due to its popularity in the literature [22] , confirmed accuracy, structural simplicity, and correspondence with biophysics. Within it, the Linear Activation Dynamics (LAD) models the muscle contraction dynamics and are preceded by a static mapping function, the Isometric Recruitment Curve (IRC), which accounts for the static gain relation between the applied FES and the steady-state output torque when the muscle is held at a fixed length [10, 19] .
2
In addition to the muscle dynamics, the joint dynamics of a human limb are commonly modelled by RBD in which the damping and elastic functions are linear [8, 20, 37] . This assumption has been used in 4 previous research and is supported by experimental results over a wide range of movement.
Model Structure with the Application of Tremor
6
The above discussion motivates the overall model shown in Fig. 1 , where u fcr (k) and h IRC,f cr (u) respectively denote the FES signal and the IRC of the FCR muscle, and similar notation is used for the (1)
Here y(k) is the measured output andŷ(k|k − 1) is the one-step-ahead predicted output associated with the assumed model description
where v is a zero mean disturbance signal, and θ is the parameter vector. Note that the one-step-ahead predicted outputŷ(k|k − 1) satisfies
Model Assumptions and Co-activation
To simplify the model structure in Fig. 1 to enable computationally tractable solutions to the identi-24 fication problem, the two-input one-output model is firstly transformed into a single-input single-output (SISO) model by combining the two input signals u fcr (k) and u ecr (k) into a single input signal u(k).
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This is achieved with the mapping
where u coact,f cr and u coact,ecr are prescribed levels of co-activation for the FCR and ECR respectively. Using u and the summed relationship w = w ss,f cr + w ss,ecr , the two recruitment curves can be combined 2 into a single static mapping between input u and steady-state torque w, given by
The co-activation levels must be chosen such that Next, it is assumed that similar muscle groups have similar dynamics, so that H LAD,f cr (q) 8 H LAD,ecr (q). This assumption is supported by the similar biophysical properties of the wrist flexors and extensors, and experimental evidence showing that their dynamic responses closely match [7] . Then both can be set equal to H LAD (q) which is further combined with H(q) to form P (q). In addition, sincẽ d fcr (k) andd ecr (k) are N p -periodic and can be assumed to contain a maximum N f harmonic, they can 12 be written asd
and hence their sum is given by the N p -periodic signal is equivalent to Fig. 3a . Let the transfer function P (q) := B P (q)/A P (q). Since B P (q) is a finite impulse response (FIR) which is inherently stable andd(k) is an N p -periodic signal, lim
the form
where A Remark. If only the fundamental frequency component is present ind(k) and A 0 offset is present, then
System identification algorithm
In this subsection the components appearing in 
Mathematical representation of system identification problem
The linear dynamics of the wrist model take the polynomial form
where n p , l p and m p denote the number of zeros, poles and the time delay order, respectively. Te coefficients of polynomial can be written in a vector form
Since h IRC,f cr (u) and h IRC,ecr (u) can be represented as polynomial functions [22] , the continuous compound function h IRC (u) can be represented by the form
This gives rise to nonlinear parameter vector
11) can be written in the matrix form:
where λ 0 ,λ
are scalar amplitudes. This yields parameter vector
T . The parameters corresponding to linear model components can be grouped into the linear parameter
T , so that the composite parameter vector is given by θ = [θ n θ l ] T . It is now necessary to provide a precise form of the external disturbance signal, v, appearing in (3). This is
, where e is zero mean white noise, leading to the overall autoregressive exogenous (ARX) model structure shown in Fig. 4 .
2
Substituting the foregoing expressions into (3) the model description can be written aŝ
Using (15) and following [24] , the corresponding one-step-ahead minimising solution to (4) is then given
Hence the prediction error ε(k) appearing in (2) is
Next note that the biophysical properties of muscle mean that the function (13) 
Substituting (16) into (1), the identification problem (1) now becomeŝ
subject to the constraint of (17). 
Nonlinear parameter identification
The problem (18) cannot be solved using standard methods due to its nonlinearity, and hence, an 14 iterative scheme is now proposed. This involves firstly identifying nonlinear parameter θ n using fixed θ l , and subsequently identifying linear parameter θ l with fixed θ n . The former optimisation is given by
where the constraint enforces monotonic condition (17) . From (13) , it follows that h IRC (u, θ n ) is linear in θ n , and hence
(19) can be rewritten as the constrained linear least-squares problem
where
. . .
This type of linear least squares problem can be readily solved, e.g. using MATLAB function, fmincon.
Linear parameter identification 4
Given an estimateθ n of nonlinear parameter vector θ n , cost function (18) can be minimized with respect to the linear parameter vector. This linear least squares minimization problem is given by
, or equivalently in matrix form
and
Concatenating (23) and (24) horizontally yields
Hence (22) can be rewritten in the form of
The solution of (25) iŝ
Algorithmic summary 4
Minimization over the θ n and θ ld parameters can be executed iteratively assuming the initial linear component valuesθ 
Experimental Evaluation
Experimental Set-up
In order to evaluate the identification procedure developed in Section 3, tests have been conducted 10 using a validated instrumented wrist rig which has previously been used in clinical trials to assess impairment in stroke. This is described in [41] and is shown in Fig. 5 . To measure the angular position 12 y at the wrist joint, the wrist rig is fitted with a potentiometer which is calibrated before use. The rig supports the forearm using an inflatable cuff in a molded splint to prevent any movement at the elbow 14 and shoulder joints. Using standard guidelines [14] , two sets of PALS Plus surface electrodes are placed on the forearm to stimulate the FCR and ECR muscles. In this study testing was conducted with four male unimpaired participants using their right arm. For each participant, data collection comprised two experiments separated by a rest period of 20 minutes The aim of the trial is not only to evaluate the accuracy of the model but also to establish whether pa-6 rameters m P , n P and l P can be fixed in advance. This is necessary to enable efficient clinical application. The input/output set associated with each trial can be written as follows:
where i denotes the trial number, of which a total of 4 were performed for each participant. For each set of data obtained from the experiment, Algorithm 1 was applied. In order to provide sufficient excitation, Hz) [27] , and the typical tremor range (2.5-5 Hz) [29] . Higher frequencies were not used due to their inherent attenuation by the arm dynamics. Eight frequencies over this range were applied separately, since the form of the signal has been found to be well-tolerated by patients. Note that this signal form has been shown to be sufficiently exciting over the system bandwidth, while white band-limited noise causes 16 discomfort or involuntary muscle response in patients [22] . Alternatives includes random step levels or pseudo-random multi-level sequences. 
Evaluation Method
In this study, the 1 st and 3 rd sets of input/output data are used to identify a model associated with 20 predicted outputŷ, and the remaining sets are used for validating the model on a new input/output set. The fitness of cross-validation is expressed in terms of Best Fit value, defined as the percentage
whereŷ si denotes the simulated output obtained from the model identified on trial i, and y i+1 is the experimental output on validation trial i + 1. The mean value of y is denoted byȳ. To calculate the 24 fitness of validation, the term y i+1 is exchanged with y i in (27) . Parameters m P , n P and l P are varied within a set of range. Then for each delay order m P , the fitness 26 values calculated from all data sets of each participant are averaged in order to examine the effects of any changes in n P or l P on the model accuracy. 
Evaluation Results
The variation in the average fitness values calculated from two experimental data sets is shown for
30
Participant P4 in Fig. 7 and Fig. 8 where n P and l P are each varied from 1 to 100 for several fitness values of m P and the colorbar indicates the percent fitness values. Fig. 7 and Fig. 8 show averaged fitness 32 values calculated from validation and cross-validation tests, respectively. As can be seen from Fig. 8 , m P should be chosen equal to 1 because increasing m P causes a decrease in the Best Fit value. From Fig. 7 and Fig. 8 , it is evident that increasing the values of l P and n P results in increasing the Best Fit values of validation and cross-validation. Similar results were observed with the other participants. For example, the average fitness values of validation tests are found as 82.55% for Participant P1, 74.67% for Participant P2, 72.09% for Participant P3 and 78.73% for Participant P4 when both n P and l P are 4 set to 250. The averaged fitness values of cross-validation tests for the same values of l P and n P are calculated as 71.22% for Participant P1, 68.31% for Participant P2, 60.50% for Participant P3 and 70.39% for Participant P4. These results evidently show that higher values give rise to higher accuracy. However limitations in computational resources may necessitate a lower order plant model to be identified. Thus 8 the effect of selecting lower values of l P and n P is next examined.
The computations are repeated with n P and l P kept within a narrow range between 4 and 12. Table 1   10 to Table 4 show the Best Fit values in terms of average fitness calculated using the two experimental data sets corresponding to each participant. Table 5 shows the overall average Best Fit values calculated 12 using the values from Table 1 to Table 4 . Table 5 enables suitable parameters to be selected that can subsequently be prescribed in future identification tests. Since these parameters provide confirmed accuracy, the procedure can be employed in clinical trials without the need to undertake cross-validation tests. When the Best Fit values in Table 5 are compared, the most suitable n P and l P values are found to 12 be 7 and 12, respectively. With this choice, there is only a 1.08%, 14.13%, 0.53% and 5.55% degradation in accuracy of cross-validation for Participant P1, Participant P2, Participant P3 and Participant P4 14 with respect to the highest values of accuracy calculated when l P = m P = 250. Hence it can asserted that the use of lower values of n P and l P does not give rise to significant decrease in accuracy. 16 To confirm that the identified models provide a consistent representation of underlying dynamics, the frequency responses of some chosen models of two participants are plotted in Fig. 9 and Fig. 10 . In these figures, it can clearly be seen that all frequency responses within the frequency range of input signal are similar. In Fig. 11 , the comparison between the measured outputs used for validation and cross validation 20 tests and the simulated output obtained from the model identified with l P = 12, n P = 7 and m P = 1 is shown for Participant P1. Using an appropriate initial vector θ, Algorithm 1 achieved convergence typi- 
Conclusion
A nonlinear model structure has been proposed to model wrist joint dynamics for the purpose of 26 tremor suppression. The model captures critical nonlinear recruitment characteristics to overcome the accuracy limitations of previous approaches, while simultaneously embedding muscle co-activation to 28 reduce deadzone and produce a SISO model. The overall structure can be linearised in a transparent manner in order to extend the range of admissible control schemes for subsequent tremor suppression.
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The proposed identification procedure is of short duration, can be automated, and is appropriate for use by both patients and clinicians, thereby addressing major shortcomings encountered in previous studies. Note that the SISO system is obtained based on the assumption that the FCR and ECR muscles have and then connected in cascade with the joint dynamics. Established identification methods for MISO Hammerstein systems [6, 21] can be adopted to solve such an identification problem. This forms part of 6 our future research and will be reported separately.
Experimental results have confirmed satisfactory modelling accuracy, with cross-validation tests giving 8 rise to a fitting accuracy of over 60% in all participants tested. Moreover, they confirm that a prescribed parameter set can be fixed for all participants with only minor degradation in accuracy, further reducing the identification time required. Future work will involve applying the proposed identification approach clinically, requiring inclusion 
